
Instrument SerialNumber: 010614 Test #: 002698 Subject Test
Start Date/Time: 04/02/2019 02:21 System Check: Passed Remote/Local: Local
Operator's Last Name: BRANDOLINO First Name: EVAN Middle Initial: D
Agency: Fairfax County PD License Number: 31422
Card Serial Number: 131422 Effective Date: 03/01/2018 Expiration Date: 03/01/2020
Court Name: FAIRFAX CO GEN DIST End Date/Time: 04/02/2019 02:32
Reported AC Sample Date/Time: 04/02/2019 02:30 Reported AC: 0.14

Data Type: DIAG Sample Value: Pass Sample Time: 02:21
Data Type: BLK Sample Value: 0.000 Sample Time: 02:22
Data Type: CHK Sample Value: 0.100 Sample Time: 02:23
Data Type: BLK Sample Value: 0.000 Sample Time: 02:24
Data Type: SUBJ Sample Value: 0.141 Sample Time: 02:28
Data Type: BLK Sample Value: 0.000 Sample Time: 02:29
Data Type: SUBJ Sample Value: 0.140 Sample Time: 02:30
Data Type: BLK Sample Value: 0.000 Sample Time: 02:32

Standard Type: Dry Gas Std Standard Value: 0.100 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 767 Barometric Pressure: 756 mmHg
Blow Sample Number: 1 Blow Duration: 2.50 sec Blow Volume: 614 cc End of Blow Time: 02:26
Blow Sample Number: 2 Blow Duration: 1.65 sec Blow Volume: 812 cc End of Blow Time: 02:27
Blow Sample Number: 3 Blow Duration: 2.79 sec Blow Volume: 1606 cc End of Blow Time: 02:28
Blow Sample Number: 4 Blow Duration: 2.36 sec Blow Volume: 1579 cc End of Blow Time: 02:30
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 4ce39adb

Instrument SerialNumber: 010614 Test #: 002699 Subject Test
Start Date/Time: 04/04/2019 00:15 System Check: Passed Remote/Local: Local
Operator's Last Name: MILLER First Name: RYAN Middle Initial: K
Agency: Fairfax County PD License Number: 31754
Card Serial Number: 131754 Effective Date: 07/01/2018 Expiration Date: 07/01/2020
Court Name: FAIRFAX COUNTY GEN DIST End Date/Time: 04/04/2019 00:23
Reported AC Sample Date/Time: 04/04/2019 00:22 Reported AC: 0.11

Data Type: DIAG Sample Value: Pass Sample Time: 00:15
Data Type: BLK Sample Value: 0.000 Sample Time: 00:16
Data Type: CHK Sample Value: 0.100 Sample Time: 00:17
Data Type: BLK Sample Value: 0.000 Sample Time: 00:18
Data Type: SUBJ Sample Value: 0.120 Sample Time: 00:19
Data Type: BLK Sample Value: 0.000 Sample Time: 00:21
Data Type: SUBJ Sample Value: 0.119 Sample Time: 00:22
Data Type: BLK Sample Value: 0.000 Sample Time: 00:23

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 767 Barometric Pressure: 755 mmHg
Blow Sample Number: 1 Blow Duration: 4.61 sec Blow Volume: 2044 cc End of Blow Time: 00:19
Blow Sample Number: 2 Blow Duration: 3.39 sec Blow Volume: 1728 cc End of Blow Time: 00:22
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: cdf1f360

Instrument SerialNumber: 010614 Test #: 002700 Subject Test
Start Date/Time: 04/04/2019 02:48 System Check: Passed Remote/Local: Local
Operator's Last Name: SACHS First Name: BENJAMIN Middle Initial: F
Agency: Fairfax County PD License Number: 32046
Card Serial Number: 132046 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX COUNTY GEN DIST End Date/Time: 04/04/2019 02:58
Reported AC Sample Date/Time: 04/04/2019 02:57 Reported AC: 0.04

Data Type: DIAG Sample Value: Pass Sample Time: 02:49
Data Type: BLK Sample Value: 0.000 Sample Time: 02:49
Data Type: CHK Sample Value: 0.100 Sample Time: 02:50
Data Type: BLK Sample Value: 0.000 Sample Time: 02:52
Data Type: SUBJ Sample Value: 0.049 Sample Time: 02:54
Data Type: BLK Sample Value: 0.000 Sample Time: 02:56
Data Type: SUBJ Sample Value: 0.046 Sample Time: 02:57
Data Type: BLK Sample Value: 0.000 Sample Time: 02:58

Standard Type: Dry Gas Std Standard Value: 0.100 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 762 Barometric Pressure: 756 mmHg
Blow Sample Number: 1 Blow Duration: 0.95 sec Blow Volume: 643 cc End of Blow Time: 02:52
Blow Sample Number: 2 Blow Duration: 1.45 sec Blow Volume: 911 cc End of Blow Time: 02:53
Blow Sample Number: 3 Blow Duration: 2.94 sec Blow Volume: 1645 cc End of Blow Time: 02:54
Blow Sample Number: 4 Blow Duration: 2.55 sec Blow Volume: 1629 cc End of Blow Time: 02:57
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: d7289070
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Instrument SerialNumber: 010614 Test #: 002701 Subject Test
Start Date/Time: 04/05/2019 15:55 System Check: Passed Remote/Local: Local
Operator's Last Name: SONTHEIMER First Name: TRACI Middle Initial: L
Agency: Fairfax County PD License Number: 17074
Card Serial Number: 117074 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX CO GENERAL DIST End Date/Time: 04/05/2019 16:03
Reported AC Sample Date/Time: 04/05/2019 16:02 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 15:55
Data Type: BLK Sample Value: 0.000 Sample Time: 15:56
Data Type: CHK Sample Value: 0.100 Sample Time: 15:57
Data Type: BLK Sample Value: 0.000 Sample Time: 15:58
Data Type: SUBJ Sample Value: *.*** Sample Time: 16:02
Data Type: BLK Sample Value: 0.000 Sample Time: 16:03

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 762 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 0.39 sec Blow Volume: 193 cc End of Blow Time: 16:01
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: c88c0461

Instrument SerialNumber: 010614 Test #: 002702 Subject Test
Start Date/Time: 04/05/2019 16:03 System Check: Passed Remote/Local: Local
Operator's Last Name: SONTHEIMER First Name: TRACI Middle Initial: L
Agency: Fairfax County PD License Number: 17074
Card Serial Number: 117074 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX CO GENERAL DIST End Date/Time: 04/05/2019 16:12
Reported AC Sample Date/Time: 04/05/2019 16:11 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 16:04
Data Type: BLK Sample Value: 0.000 Sample Time: 16:05
Data Type: CHK Sample Value: 0.100 Sample Time: 16:05
Data Type: BLK Sample Value: 0.000 Sample Time: 16:07
Data Type: SUBJ Sample Value: *.*** Sample Time: 16:11
Data Type: BLK Sample Value: 0.000 Sample Time: 16:12

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 757 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 1.13 sec Blow Volume: 633 cc End of Blow Time: 16:08
Blow Sample Number: 2 Blow Duration: 0.86 sec Blow Volume: 443 cc End of Blow Time: 16:09
Blow Sample Number: 3 Blow Duration: 0.95 sec Blow Volume: 518 cc End of Blow Time: 16:10
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 74171913

Instrument SerialNumber: 010614 Test #: 002703 Subject Test
Start Date/Time: 04/05/2019 16:13 System Check: Passed Remote/Local: Local
Operator's Last Name: SONTHEIMER First Name: TRACI Middle Initial: L
Agency: Fairfax County PD License Number: 17074
Card Serial Number: 117074 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX CO GENERAL DIST End Date/Time: 04/05/2019 16:21
Reported AC Sample Date/Time: 04/05/2019 16:20 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 16:13
Data Type: BLK Sample Value: 0.000 Sample Time: 16:14
Data Type: CHK Sample Value: 0.100 Sample Time: 16:14
Data Type: BLK Sample Value: 0.000 Sample Time: 16:16
Data Type: SUBJ Sample Value: *.*** Sample Time: 16:20
Data Type: BLK Sample Value: 0.000 Sample Time: 16:21

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 757 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 0.73 sec Blow Volume: 413 cc End of Blow Time: 16:17
Blow Sample Number: 2 Blow Duration: 0.93 sec Blow Volume: 420 cc End of Blow Time: 16:18
Blow Sample Number: 3 Blow Duration: 0.93 sec Blow Volume: 433 cc End of Blow Time: 16:19
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 56fae975

Instrument SerialNumber: 010614 Test #: 002704 Subject Test
Start Date/Time: 04/07/2019 01:55 System Check: Passed Remote/Local: Local
Operator's Last Name: COX First Name: PATRICIA Middle Initial: L
Agency: Metropolitan Airport Aut License Number: 22415
Card Serial Number: 122415 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX CTY GEN DIST CT End Date/Time: 04/07/2019 02:03
Reported AC Sample Date/Time: 04/07/2019 02:02 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 01:55
Data Type: BLK Sample Value: 0.000 Sample Time: 01:56
Data Type: CHK Sample Value: 0.100 Sample Time: 01:57
Data Type: BLK Sample Value: 0.000 Sample Time: 01:58
Data Type: SUBJ Sample Value: *.*** Sample Time: 01:58
Data Type: BLK Sample Value: 0.000 Sample Time: 02:03

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 752 Barometric Pressure: 754 mmHg
Test Status: No Sample Given Test Status Code: 4 Tamper Evident Stamp: 789154ff
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Instrument SerialNumber: 010614 Test #: 002705 Subject Test
Start Date/Time: 04/07/2019 02:15 System Check: Passed Remote/Local: Local
Operator's Last Name: COX First Name: PATRICIA Middle Initial: L
Agency: Metropolitan Airport Aut License Number: 22415
Card Serial Number: 122415 Effective Date: 12/01/2018 Expiration Date: 12/01/2020
Court Name: FAIRFAX CTY GEN DIST CT End Date/Time: 04/07/2019 02:18
Reported AC Sample Date/Time: 04/07/2019 02:16 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 02:15
Data Type: BLK Sample Value: *.*** Sample Time: 02:15
Data Type: BLK Sample Value: 0.000 Sample Time: 02:17

Test Status: Ambient/RFI Detected Test Status Code: 48 Tamper Evident Stamp: 2782abdf

Instrument SerialNumber: 010614 Test #: 002706 Subject Test
Start Date/Time: 04/07/2019 02:57 System Check: Passed Remote/Local: Local
Operator's Last Name: CORVIN First Name: JORDAN Middle Initial: S
Agency: Virginia State Police License Number: 31672
Card Serial Number: 131672 Effective Date: 06/01/2018 Expiration Date: 06/01/2020
Court Name: FAIRFAX End Date/Time: 04/07/2019 03:09
Reported AC Sample Date/Time: 04/07/2019 03:08 Reported AC: 0.09

Data Type: DIAG Sample Value: Pass Sample Time: 02:58
Data Type: BLK Sample Value: 0.000 Sample Time: 02:59
Data Type: CHK Sample Value: 0.100 Sample Time: 02:59
Data Type: BLK Sample Value: 0.000 Sample Time: 03:01
Data Type: SUBJ Sample Value: 0.098 Sample Time: 03:03
Data Type: BLK Sample Value: 0.000 Sample Time: 03:04
Data Type: SUBJ Sample Value: 0.096 Sample Time: 03:08
Data Type: BLK Sample Value: 0.000 Sample Time: 03:09

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 747 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 2.76 sec Blow Volume: 973 cc End of Blow Time: 03:02
Blow Sample Number: 2 Blow Duration: 3.48 sec Blow Volume: 1589 cc End of Blow Time: 03:03
Blow Sample Number: 3 Blow Duration: 1.85 sec Blow Volume: 1022 cc End of Blow Time: 03:05
Blow Sample Number: 4 Blow Duration: 1.86 sec Blow Volume: 810 cc End of Blow Time: 03:06
Blow Sample Number: 5 Blow Duration: 3.00 sec Blow Volume: 1497 cc End of Blow Time: 03:07
Blow Sample Number: 6 Blow Duration: 3.23 sec Blow Volume: 1784 cc End of Blow Time: 03:08
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 18eabf7f

Instrument SerialNumber: 010614 Test #: 002707 Subject Test
Start Date/Time: 04/07/2019 04:14 System Check: Passed Remote/Local: Local
Operator's Last Name: TILLMAN First Name: RYAN Middle Initial: A
Agency: Fairfax County PD License Number: 30938
Card Serial Number: 130938 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GD End Date/Time: 04/07/2019 04:22
Reported AC Sample Date/Time: 04/07/2019 04:21 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 04:14
Data Type: BLK Sample Value: 0.000 Sample Time: 04:15
Data Type: CHK Sample Value: 0.099 Sample Time: 04:16
Data Type: BLK Sample Value: 0.000 Sample Time: 04:17
Data Type: SUBJ Sample Value: *.*** Sample Time: 04:21
Data Type: BLK Sample Value: 0.000 Sample Time: 04:22

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 747 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 0.45 sec Blow Volume: 105 cc End of Blow Time: 04:18
Blow Sample Number: 2 Blow Duration: 0.60 sec Blow Volume: 145 cc End of Blow Time: 04:19
Blow Sample Number: 3 Blow Duration: 1.02 sec Blow Volume: 491 cc End of Blow Time: 04:20
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: fb6197fd

Instrument SerialNumber: 010614 Test #: 002708 Subject Test
Start Date/Time: 04/07/2019 04:23 System Check: Passed Remote/Local: Local
Operator's Last Name: TILLMAN First Name: RYAN Middle Initial: A
Agency: Fairfax County PD License Number: 30938
Card Serial Number: 130938 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GD End Date/Time: 04/07/2019 04:31
Reported AC Sample Date/Time: 04/07/2019 04:30 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 04:23
Data Type: BLK Sample Value: 0.000 Sample Time: 04:24
Data Type: CHK Sample Value: 0.099 Sample Time: 04:25
Data Type: BLK Sample Value: 0.000 Sample Time: 04:26
Data Type: SUBJ Sample Value: *.*** Sample Time: 04:30
Data Type: BLK Sample Value: 0.000 Sample Time: 04:31

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 742 Barometric Pressure: 753 mmHg
Blow Sample Number: 1 Blow Duration: 0.32 sec Blow Volume: 109 cc End of Blow Time: 04:27
Blow Sample Number: 2 Blow Duration: 1.20 sec Blow Volume: 687 cc End of Blow Time: 04:28
Blow Sample Number: 3 Blow Duration: 1.29 sec Blow Volume: 950 cc End of Blow Time: 04:29
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 429a2e74
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Instrument SerialNumber: 010614 Test #: 002709 Subject Test
Start Date/Time: 04/08/2019 00:32 System Check: Passed Remote/Local: Local
Operator's Last Name: BRANDOLINO First Name: EVAN Middle Initial: D
Agency: Fairfax County PD License Number: 31422
Card Serial Number: 131422 Effective Date: 03/01/2018 Expiration Date: 03/01/2020
Court Name: FAIRFAX CO GEN DIST End Date/Time: 04/08/2019 00:43
Reported AC Sample Date/Time: 04/08/2019 00:37 Reported AC: 0.14

Data Type: DIAG Sample Value: Pass Sample Time: 00:32
Data Type: BLK Sample Value: 0.000 Sample Time: 00:33
Data Type: CHK Sample Value: 0.099 Sample Time: 00:34
Data Type: BLK Sample Value: 0.000 Sample Time: 00:35
Data Type: SUBJ Sample Value: 0.145 Sample Time: 00:37
Data Type: BLK Sample Value: 0.000 Sample Time: 00:39
Data Type: SUBJ Sample Value: 0.153 Sample Time: 00:41
Data Type: BLK Sample Value: 0.000 Sample Time: 00:43

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 737 Barometric Pressure: 749 mmHg
Blow Sample Number: 1 Blow Duration: 2.24 sec Blow Volume: 644 cc End of Blow Time: 00:36
Blow Sample Number: 2 Blow Duration: 3.25 sec Blow Volume: 2749 cc End of Blow Time: 00:37
Blow Sample Number: 3 Blow Duration: 1.29 sec Blow Volume: 1029 cc End of Blow Time: 00:40
Blow Sample Number: 4 Blow Duration: 3.94 sec Blow Volume: 2792 cc End of Blow Time: 00:41
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: f8f4f02d

Instrument SerialNumber: 010614 Test #: 002710 Subject Test
Start Date/Time: 04/09/2019 05:41 System Check: Passed Remote/Local: Local
Operator's Last Name: TILLMAN First Name: RYAN Middle Initial: A
Agency: Fairfax County PD License Number: 30938
Card Serial Number: 130938 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GD End Date/Time: 04/09/2019 05:53
Reported AC Sample Date/Time: 04/09/2019 05:50 Reported AC: 0.26

Data Type: DIAG Sample Value: Pass Sample Time: 05:41
Data Type: BLK Sample Value: 0.000 Sample Time: 05:42
Data Type: CHK Sample Value: 0.098 Sample Time: 05:43
Data Type: BLK Sample Value: 0.000 Sample Time: 05:44
Data Type: SUBJ Sample Value: 0.269 Sample Time: 05:46
Data Type: BLK Sample Value: 0.000 Sample Time: 05:48
Data Type: SUBJ Sample Value: 0.260 Sample Time: 05:50
Data Type: BLK Sample Value: 0.000 Sample Time: 05:52

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 737 Barometric Pressure: 740 mmHg
Blow Sample Number: 1 Blow Duration: 1.31 sec Blow Volume: 281 cc End of Blow Time: 05:45
Blow Sample Number: 2 Blow Duration: 8.72 sec Blow Volume: 2267 cc End of Blow Time: 05:46
Blow Sample Number: 3 Blow Duration: 1.80 sec Blow Volume: 405 cc End of Blow Time: 05:49
Blow Sample Number: 4 Blow Duration: 7.69 sec Blow Volume: 1792 cc End of Blow Time: 05:50
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: c4aff073

Instrument SerialNumber: 010614 Test #: 002711 Subject Test
Start Date/Time: 04/10/2019 01:57 System Check: Passed Remote/Local: Local
Operator's Last Name: BARGERON First Name: ZACHARY Middle Initial: R
Agency: Fairfax County PD License Number: 30919
Card Serial Number: 130919 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FFX CNTY GEN DIST CT End Date/Time: 04/10/2019 02:05
Reported AC Sample Date/Time: 04/10/2019 02:04 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 01:57
Data Type: BLK Sample Value: 0.000 Sample Time: 01:58
Data Type: CHK Sample Value: 0.098 Sample Time: 01:59
Data Type: BLK Sample Value: 0.000 Sample Time: 02:00
Data Type: SUBJ Sample Value: *.*** Sample Time: 02:03
Data Type: BLK Sample Value: 0.000 Sample Time: 02:05

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 737 Barometric Pressure: 742 mmHg
Blow Sample Number: 1 Blow Duration: 1.08 sec Blow Volume: 429 cc End of Blow Time: 02:01
Blow Sample Number: 2 Blow Duration: 1.14 sec Blow Volume: 443 cc End of Blow Time: 02:02
Blow Sample Number: 3 Blow Duration: 0.95 sec Blow Volume: 491 cc End of Blow Time: 02:03
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: c573c4ef
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Instrument SerialNumber: 010614 Test #: 002712 Subject Test
Start Date/Time: 04/11/2019 22:52 System Check: Passed Remote/Local: Local
Operator's Last Name: WEAVER First Name: COLTON Middle Initial: J
Agency: Fairfax County PD License Number: 31764
Card Serial Number: 131764 Effective Date: 07/01/2018 Expiration Date: 07/01/2020
Court Name: FAIRFAX GDC End Date/Time: 04/11/2019 23:00
Reported AC Sample Date/Time: 04/11/2019 22:58 Reported AC: 0.13

Data Type: DIAG Sample Value: Pass Sample Time: 22:52
Data Type: BLK Sample Value: 0.000 Sample Time: 22:53
Data Type: CHK Sample Value: 0.099 Sample Time: 22:53
Data Type: BLK Sample Value: 0.000 Sample Time: 22:55
Data Type: SUBJ Sample Value: 0.135 Sample Time: 22:56
Data Type: BLK Sample Value: 0.000 Sample Time: 22:57
Data Type: SUBJ Sample Value: 0.133 Sample Time: 22:58
Data Type: BLK Sample Value: 0.000 Sample Time: 22:59

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 732 Barometric Pressure: 752 mmHg
Blow Sample Number: 1 Blow Duration: 5.27 sec Blow Volume: 2394 cc End of Blow Time: 22:56
Blow Sample Number: 2 Blow Duration: 5.53 sec Blow Volume: 2201 cc End of Blow Time: 22:58
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: eb48bcd6

Instrument SerialNumber: 010614 Test #: 002713 Subject Test
Start Date/Time: 04/12/2019 02:21 System Check: Passed Remote/Local: Local
Operator's Last Name: SMITH First Name: KYLE Middle Initial: W
Agency: Fairfax County PD License Number: 30278
Card Serial Number: 130278 Effective Date: 05/01/2018 Expiration Date: 05/01/2020
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/12/2019 02:31
Reported AC Sample Date/Time: 04/12/2019 02:29 Reported AC: 0.08

Data Type: DIAG Sample Value: Pass Sample Time: 02:21
Data Type: BLK Sample Value: 0.000 Sample Time: 02:22
Data Type: CHK Sample Value: 0.099 Sample Time: 02:23
Data Type: BLK Sample Value: 0.000 Sample Time: 02:24
Data Type: SUBJ Sample Value: 0.087 Sample Time: 02:26
Data Type: BLK Sample Value: 0.000 Sample Time: 02:27
Data Type: SUBJ Sample Value: 0.085 Sample Time: 02:29
Data Type: BLK Sample Value: 0.000 Sample Time: 02:31

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 727 Barometric Pressure: 752 mmHg
Blow Sample Number: 1 Blow Duration: 2.72 sec Blow Volume: 1339 cc End of Blow Time: 02:25
Blow Sample Number: 2 Blow Duration: 2.28 sec Blow Volume: 1685 cc End of Blow Time: 02:26
Blow Sample Number: 3 Blow Duration: 2.20 sec Blow Volume: 1484 cc End of Blow Time: 02:28
Blow Sample Number: 4 Blow Duration: 2.56 sec Blow Volume: 1882 cc End of Blow Time: 02:29
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 17563356

Instrument SerialNumber: 010614 Test #: 002714 Subject Test
Start Date/Time: 04/12/2019 03:15 System Check: Passed Remote/Local: Local
Operator's Last Name: SCHAFER First Name: MATTHEW Middle Initial: F
Agency: Fairfax County PD License Number: 31043
Card Serial Number: 131043 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNNTY GEN DIST End Date/Time: 04/12/2019 03:22
Reported AC Sample Date/Time: 04/12/2019 03:21 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 03:15
Data Type: BLK Sample Value: 0.000 Sample Time: 03:16
Data Type: CHK Sample Value: 0.099 Sample Time: 03:17
Data Type: BLK Sample Value: 0.000 Sample Time: 03:19
Data Type: SUBJ Sample Value: *.*** Sample Time: 03:20
Data Type: BLK Sample Value: 0.000 Sample Time: 03:22

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 727 Barometric Pressure: 751 mmHg
Blow Sample Number: 1 Blow Duration: 3.77 sec Blow Volume: 1661 cc End of Blow Time: 03:20
Test Status: Invalid Sample Test Status Code: 25 Tamper Evident Stamp: c15c6fd3
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Instrument SerialNumber: 010614 Test #: 002715 Subject Test
Start Date/Time: 04/12/2019 03:54 System Check: Passed Remote/Local: Local
Operator's Last Name: JONES First Name: ANDRE Middle Initial: D
Agency: Virginia State Police License Number: 23348
Card Serial Number: 123348 Effective Date: 11/01/2017 Expiration Date: 11/01/2019
Court Name: FAIRFAX GEN DIST CT End Date/Time: 04/12/2019 04:06
Reported AC Sample Date/Time: 04/12/2019 04:04 Reported AC: 0.14

Data Type: DIAG Sample Value: Pass Sample Time: 03:55
Data Type: BLK Sample Value: 0.000 Sample Time: 03:56
Data Type: CHK Sample Value: 0.099 Sample Time: 03:56
Data Type: BLK Sample Value: 0.000 Sample Time: 03:58
Data Type: SUBJ Sample Value: 0.142 Sample Time: 03:59
Data Type: BLK Sample Value: 0.000 Sample Time: 04:01
Data Type: SUBJ Sample Value: 0.141 Sample Time: 04:04
Data Type: BLK Sample Value: 0.000 Sample Time: 04:06

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 723 Barometric Pressure: 751 mmHg
Blow Sample Number: 1 Blow Duration: 3.62 sec Blow Volume: 1729 cc End of Blow Time: 03:59
Blow Sample Number: 2 Blow Duration: 0.89 sec Blow Volume: 355 cc End of Blow Time: 04:02
Blow Sample Number: 3 Blow Duration: 0.93 sec Blow Volume: 338 cc End of Blow Time: 04:03
Blow Sample Number: 4 Blow Duration: 3.21 sec Blow Volume: 1667 cc End of Blow Time: 04:04
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: c59a5d8c

Instrument SerialNumber: 010614 Test #: 002716 Subject Test
Start Date/Time: 04/13/2019 00:27 System Check: Passed Remote/Local: Local
Operator's Last Name: ROSENBERG First Name: MATTHEW Middle Initial: D
Agency: Fairfax County PD License Number: 32230
Card Serial Number: 132230 Effective Date: 03/01/2019 Expiration Date: 03/01/2021
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/13/2019 00:35
Reported AC Sample Date/Time: 04/13/2019 00:34 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 00:27
Data Type: BLK Sample Value: 0.000 Sample Time: 00:28
Data Type: CHK Sample Value: 0.098 Sample Time: 00:29
Data Type: BLK Sample Value: 0.000 Sample Time: 00:30
Data Type: SUBJ Sample Value: *.*** Sample Time: 00:34
Data Type: BLK Sample Value: 0.000 Sample Time: 00:35

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 723 Barometric Pressure: 749 mmHg
Blow Sample Number: 1 Blow Duration: 0.55 sec Blow Volume: 166 cc End of Blow Time: 00:31
Blow Sample Number: 2 Blow Duration: 1.04 sec Blow Volume: 420 cc End of Blow Time: 00:32
Blow Sample Number: 3 Blow Duration: 0.27 sec Blow Volume: 100 cc End of Blow Time: 00:34
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: e68c7e02

Instrument SerialNumber: 010614 Test #: 002717 Subject Test
Start Date/Time: 04/13/2019 00:36 System Check: Passed Remote/Local: Local
Operator's Last Name: ROSENBERG First Name: MATTHEW Middle Initial: D
Agency: Fairfax County PD License Number: 32230
Card Serial Number: 132230 Effective Date: 03/01/2019 Expiration Date: 03/01/2021
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/13/2019 00:47
Reported AC Sample Date/Time: 04/13/2019 00:46 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 00:37
Data Type: BLK Sample Value: 0.000 Sample Time: 00:37
Data Type: CHK Sample Value: 0.098 Sample Time: 00:38
Data Type: BLK Sample Value: 0.000 Sample Time: 00:40
Data Type: SUBJ Sample Value: 0.175 Sample Time: 00:41
Data Type: BLK Sample Value: 0.000 Sample Time: 00:42
Data Type: SUBJ Sample Value: *.*** Sample Time: 00:46
Data Type: BLK Sample Value: 0.000 Sample Time: 00:47

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 718 Barometric Pressure: 749 mmHg
Blow Sample Number: 1 Blow Duration: 3.49 sec Blow Volume: 1895 cc End of Blow Time: 00:41
Blow Sample Number: 2 Blow Duration: 1.62 sec Blow Volume: 938 cc End of Blow Time: 00:43
Blow Sample Number: 3 Blow Duration: 2.04 sec Blow Volume: 1217 cc End of Blow Time: 00:44
Blow Sample Number: 4 Blow Duration: 1.14 sec Blow Volume: 763 cc End of Blow Time: 00:45
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: cb32af8c
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Instrument SerialNumber: 010614 Test #: 002718 Subject Test
Start Date/Time: 04/13/2019 00:48 System Check: Passed Remote/Local: Local
Operator's Last Name: ROSENBERG First Name: MATTHEW Middle Initial: D
Agency: Fairfax County PD License Number: 32230
Card Serial Number: 132230 Effective Date: 03/01/2019 Expiration Date: 03/01/2021
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/13/2019 00:59
Reported AC Sample Date/Time: 04/13/2019 00:57 Reported AC: 0.16

Data Type: DIAG Sample Value: Pass Sample Time: 00:49
Data Type: BLK Sample Value: 0.000 Sample Time: 00:50
Data Type: CHK Sample Value: 0.099 Sample Time: 00:50
Data Type: BLK Sample Value: 0.000 Sample Time: 00:52
Data Type: SUBJ Sample Value: 0.163 Sample Time: 00:55
Data Type: BLK Sample Value: 0.000 Sample Time: 00:56
Data Type: SUBJ Sample Value: 0.162 Sample Time: 00:57
Data Type: BLK Sample Value: 0.000 Sample Time: 00:59

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 718 Barometric Pressure: 749 mmHg
Blow Sample Number: 1 Blow Duration: 1.66 sec Blow Volume: 1118 cc End of Blow Time: 00:53
Blow Sample Number: 2 Blow Duration: 2.14 sec Blow Volume: 1433 cc End of Blow Time: 00:54
Blow Sample Number: 3 Blow Duration: 2.79 sec Blow Volume: 1911 cc End of Blow Time: 00:55
Blow Sample Number: 4 Blow Duration: 2.83 sec Blow Volume: 1888 cc End of Blow Time: 00:57
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 421b0502

Instrument SerialNumber: 010614 Test #: 002719 Subject Test
Start Date/Time: 04/13/2019 01:39 System Check: Passed Remote/Local: Local
Operator's Last Name: SALINO First Name: GREGORY Middle Initial: J
Agency: Fairfax County PD License Number: 29967
Card Serial Number: 129967 Effective Date: 01/01/2018 Expiration Date: 01/01/2020
Court Name: FFX GDC End Date/Time: 04/13/2019 01:48
Reported AC Sample Date/Time: 04/13/2019 01:43 Reported AC: 0.20

Data Type: DIAG Sample Value: Pass Sample Time: 01:39
Data Type: BLK Sample Value: 0.000 Sample Time: 01:40
Data Type: CHK Sample Value: 0.098 Sample Time: 01:41
Data Type: BLK Sample Value: 0.000 Sample Time: 01:42
Data Type: SUBJ Sample Value: 0.206 Sample Time: 01:43
Data Type: BLK Sample Value: 0.000 Sample Time: 01:45
Data Type: SUBJ Sample Value: 0.225 Sample Time: 01:46
Data Type: BLK Sample Value: 0.000 Sample Time: 01:48

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 713 Barometric Pressure: 749 mmHg
Blow Sample Number: 1 Blow Duration: 2.87 sec Blow Volume: 2123 cc End of Blow Time: 01:43
Blow Sample Number: 2 Blow Duration: 3.49 sec Blow Volume: 1549 cc End of Blow Time: 01:46
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 49cf649e

Instrument SerialNumber: 010614 Test #: 002720 Subject Test
Start Date/Time: 04/15/2019 03:54 System Check: Passed Remote/Local: Local
Operator's Last Name: LYNCH First Name: CHARLES Middle Initial: D
Agency: Fairfax County PD License Number: 29878
Card Serial Number: 129878 Effective Date: 01/01/2018 Expiration Date: 01/01/2020
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/15/2019 04:02
Reported AC Sample Date/Time: 04/15/2019 04:01 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 03:54
Data Type: BLK Sample Value: 0.000 Sample Time: 03:55
Data Type: CHK Sample Value: 0.097 Sample Time: 03:56
Data Type: BLK Sample Value: 0.000 Sample Time: 03:57
Data Type: SUBJ Sample Value: *.*** Sample Time: 04:01
Data Type: BLK Sample Value: 0.000 Sample Time: 04:02

Standard Type: Dry Gas Std Standard Value: 0.096 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 713 Barometric Pressure: 733 mmHg
Blow Sample Number: 1 Blow Duration: 4.03 sec Blow Volume: 1360 cc End of Blow Time: 03:58
Blow Sample Number: 2 Blow Duration: 0.29 sec Blow Volume: 68 cc End of Blow Time: 03:59
Blow Sample Number: 3 Blow Duration: 3.25 sec Blow Volume: 1006 cc End of Blow Time: 04:00
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: f105162c

Page 7 of 12Information contained herein is maintained for statistical and quality assurance purposes and is not intended to replace or supersede the 
results printed on the Certificate of Blood Alcohol Analysis produced at the time of the test. No inferences should be made from the 
relative values of the first and second (or third) breath samples. Once printed, the Department cannot authenticate this record as being 
unaltered, complete, and/or accurate.  If authenticated records are required please submit a record request to the Breath Alcohol Section



Instrument SerialNumber: 010614 Test #: 002721 Subject Test
Start Date/Time: 04/15/2019 04:03 System Check: Passed Remote/Local: Local
Operator's Last Name: LYNCH First Name: CHARLES Middle Initial: D
Agency: Fairfax County PD License Number: 29878
Card Serial Number: 129878 Effective Date: 01/01/2018 Expiration Date: 01/01/2020
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/15/2019 04:11
Reported AC Sample Date/Time: 04/15/2019 04:10 Reported AC: 0.17

Data Type: DIAG Sample Value: Pass Sample Time: 04:03
Data Type: BLK Sample Value: 0.000 Sample Time: 04:04
Data Type: CHK Sample Value: 0.097 Sample Time: 04:04
Data Type: BLK Sample Value: 0.000 Sample Time: 04:06
Data Type: SUBJ Sample Value: 0.181 Sample Time: 04:07
Data Type: BLK Sample Value: 0.000 Sample Time: 04:09
Data Type: SUBJ Sample Value: 0.176 Sample Time: 04:10
Data Type: BLK Sample Value: 0.000 Sample Time: 04:11

Standard Type: Dry Gas Std Standard Value: 0.096 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 708 Barometric Pressure: 733 mmHg
Blow Sample Number: 1 Blow Duration: 4.58 sec Blow Volume: 2072 cc End of Blow Time: 04:07
Blow Sample Number: 2 Blow Duration: 5.08 sec Blow Volume: 1757 cc End of Blow Time: 04:10
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: fdd50af8

Instrument SerialNumber: 010614 Test #: 002722 Air Blank
Start Date/Time: 04/19/2019 19:31 System Check: Passed Remote/Local: Local

Data Type: BLK Sample Value: 0.000 Sample Time: 19:32
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 8f4fd577

Instrument SerialNumber: 010614 Test #: 002723 Subject Test
Start Date/Time: 04/19/2019 21:00 System Check: Passed Remote/Local: Local
Operator's Last Name: GIBBONS First Name: MICHAEL Middle Initial: R
Agency: Fairfax County PD License Number: 31029
Card Serial Number: 131029 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX CO GDC End Date/Time: 04/19/2019 21:15
Reported AC Sample Date/Time: 04/19/2019 21:14 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 21:00
Data Type: BLK Sample Value: 0.000 Sample Time: 21:01
Data Type: CHK Sample Value: 0.098 Sample Time: 21:01
Data Type: BLK Sample Value: 0.000 Sample Time: 21:03
Data Type: SUBJ Sample Value: 0.300 Sample Time: 21:05
Data Type: BLK Sample Value: 0.000 Sample Time: 21:06
Data Type: SUBJ Sample Value: 0.279 Sample Time: 21:09
Data Type: BLK Sample Value: 0.000 Sample Time: 21:10
Data Type: SUBJ Sample Value: *.*** Sample Time: 21:14
Data Type: BLK Sample Value: 0.000 Sample Time: 21:15

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 703 Barometric Pressure: 738 mmHg
Blow Sample Number: 1 Blow Duration: 0.44 sec Blow Volume: 91 cc End of Blow Time: 21:04
Blow Sample Number: 2 Blow Duration: 4.68 sec Blow Volume: 1671 cc End of Blow Time: 21:05
Blow Sample Number: 3 Blow Duration: 0.63 sec Blow Volume: 187 cc End of Blow Time: 21:07
Blow Sample Number: 4 Blow Duration: 5.41 sec Blow Volume: 1800 cc End of Blow Time: 21:09
Blow Sample Number: 5 Blow Duration: 2.82 sec Blow Volume: 800 cc End of Blow Time: 21:11
Blow Sample Number: 6 Blow Duration: 2.46 sec Blow Volume: 779 cc End of Blow Time: 21:13
Blow Sample Number: 7 Blow Duration: 1.71 sec Blow Volume: 559 cc End of Blow Time: 21:14
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 72096bc7

Instrument SerialNumber: 010614 Test #: 002724 Subject Test
Start Date/Time: 04/20/2019 04:54 System Check: Passed Remote/Local: Local
Operator's Last Name: TERRY First Name: KENNETH Middle Initial:
Agency: Virginia State Police License Number: 23336
Card Serial Number: 123336 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX GEN DIST. End Date/Time: 04/20/2019 05:02
Reported AC Sample Date/Time: 04/20/2019 04:58 Reported AC: 0.19

Data Type: DIAG Sample Value: Pass Sample Time: 04:54
Data Type: BLK Sample Value: 0.000 Sample Time: 04:55
Data Type: CHK Sample Value: 0.097 Sample Time: 04:56
Data Type: BLK Sample Value: 0.000 Sample Time: 04:57
Data Type: SUBJ Sample Value: 0.196 Sample Time: 04:58
Data Type: BLK Sample Value: 0.000 Sample Time: 05:00
Data Type: SUBJ Sample Value: 0.205 Sample Time: 05:01
Data Type: BLK Sample Value: 0.000 Sample Time: 05:02

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 703 Barometric Pressure: 736 mmHg
Blow Sample Number: 1 Blow Duration: 3.24 sec Blow Volume: 1975 cc End of Blow Time: 04:58
Blow Sample Number: 2 Blow Duration: 4.44 sec Blow Volume: 2317 cc End of Blow Time: 05:01
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 5565aa7f
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Instrument SerialNumber: 010614 Test #: 002725 Subject Test
Start Date/Time: 04/22/2019 12:43 System Check: Passed Remote/Local: Local
Operator's Last Name: OLIVER First Name: DALE Middle Initial: G
Agency: Fairfax County PD License Number: 18168
Card Serial Number: 118168 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: DFS End Date/Time: 04/22/2019 12:51
Reported AC Sample Date/Time: 04/22/2019 12:50 Reported AC: 0.00

Data Type: DIAG Sample Value: Pass Sample Time: 12:44
Data Type: BLK Sample Value: 0.000 Sample Time: 12:44
Data Type: CHK Sample Value: 0.099 Sample Time: 12:45
Data Type: BLK Sample Value: 0.000 Sample Time: 12:46
Data Type: SUBJ Sample Value: 0.000 Sample Time: 12:47
Data Type: BLK Sample Value: 0.000 Sample Time: 12:48
Data Type: SUBJ Sample Value: 0.000 Sample Time: 12:50
Data Type: BLK Sample Value: 0.000 Sample Time: 12:51

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 698 Barometric Pressure: 751 mmHg
Blow Sample Number: 1 Blow Duration: 5.67 sec Blow Volume: 2338 cc End of Blow Time: 12:47
Blow Sample Number: 2 Blow Duration: 5.41 sec Blow Volume: 2154 cc End of Blow Time: 12:50
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 05b47e82

Instrument SerialNumber: 010614 Test #: 002726 Subject Test
Start Date/Time: 04/23/2019 23:56 System Check: Passed Remote/Local: Local
Operator's Last Name: STIRLING First Name: MICHAEL Middle Initial: A
Agency: Fairfax County PD License Number: 30442
Card Serial Number: 130442 Effective Date: 08/01/2018 Expiration Date: 08/01/2020
Court Name: FAIRFAX COUNTY GEN DIS End Date/Time: 04/24/2019 00:05
Reported AC Sample Date/Time: 04/24/2019 00:00 Reported AC: 0.26

Data Type: DIAG Sample Value: Pass Sample Time: 23:56
Data Type: BLK Sample Value: 0.000 Sample Time: 23:57
Data Type: CHK Sample Value: 0.098 Sample Time: 23:58
Data Type: BLK Sample Value: 0.000 Sample Time: 23:59
Data Type: SUBJ Sample Value: 0.261 Sample Time: 00:00
Data Type: BLK Sample Value: 0.000 Sample Time: 00:02
Data Type: SUBJ Sample Value: 0.264 Sample Time: 00:03
Data Type: BLK Sample Value: 0.000 Sample Time: 00:05

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 698 Barometric Pressure: 743 mmHg
Blow Sample Number: 1 Blow Duration: 2.71 sec Blow Volume: 1637 cc End of Blow Time: 00:00
Blow Sample Number: 2 Blow Duration: 3.63 sec Blow Volume: 2019 cc End of Blow Time: 00:03
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: b14548e5

Instrument SerialNumber: 010614 Test #: 002727 Subject Test
Start Date/Time: 04/24/2019 03:26 System Check: Passed Remote/Local: Local
Operator's Last Name: SALINO First Name: GREGORY Middle Initial: J
Agency: Fairfax County PD License Number: 29967
Card Serial Number: 129967 Effective Date: 01/01/2018 Expiration Date: 01/01/2020
Court Name: FFX GDC End Date/Time: 04/24/2019 03:34
Reported AC Sample Date/Time: 04/24/2019 03:33 Reported AC: 0.03

Data Type: DIAG Sample Value: Pass Sample Time: 03:27
Data Type: BLK Sample Value: 0.000 Sample Time: 03:27
Data Type: CHK Sample Value: 0.098 Sample Time: 03:28
Data Type: BLK Sample Value: 0.000 Sample Time: 03:30
Data Type: SUBJ Sample Value: 0.033 Sample Time: 03:30
Data Type: BLK Sample Value: 0.000 Sample Time: 03:31
Data Type: SUBJ Sample Value: 0.031 Sample Time: 03:33
Data Type: BLK Sample Value: 0.000 Sample Time: 03:34

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 693 Barometric Pressure: 742 mmHg
Blow Sample Number: 1 Blow Duration: 4.51 sec Blow Volume: 2094 cc End of Blow Time: 03:30
Blow Sample Number: 2 Blow Duration: 4.67 sec Blow Volume: 2209 cc End of Blow Time: 03:33
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 1416d507
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Instrument SerialNumber: 010614 Test #: 002728 Subject Test
Start Date/Time: 04/25/2019 03:24 System Check: Passed Remote/Local: Local
Operator's Last Name: PEARCE First Name: JACOB Middle Initial: A
Agency: Fairfax County PD License Number: 30933
Card Serial Number: 130933 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/25/2019 03:32
Reported AC Sample Date/Time: 04/25/2019 03:31 Reported AC: 0.08

Data Type: DIAG Sample Value: Pass Sample Time: 03:24
Data Type: BLK Sample Value: 0.000 Sample Time: 03:25
Data Type: CHK Sample Value: 0.098 Sample Time: 03:26
Data Type: BLK Sample Value: 0.000 Sample Time: 03:27
Data Type: SUBJ Sample Value: 0.091 Sample Time: 03:28
Data Type: BLK Sample Value: 0.000 Sample Time: 03:29
Data Type: SUBJ Sample Value: 0.087 Sample Time: 03:31
Data Type: BLK Sample Value: 0.000 Sample Time: 03:32

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 693 Barometric Pressure: 745 mmHg
Blow Sample Number: 1 Blow Duration: 3.24 sec Blow Volume: 1918 cc End of Blow Time: 03:28
Blow Sample Number: 2 Blow Duration: 2.82 sec Blow Volume: 1798 cc End of Blow Time: 03:31
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 531f8cf8

Instrument SerialNumber: 010614 Test #: 002729 Subject Test
Start Date/Time: 04/26/2019 22:15 System Check: Passed Remote/Local: Local
Operator's Last Name: HOUTZ First Name: DANIEL Middle Initial: A
Agency: Fairfax County PD License Number: 29217
Card Serial Number: 129217 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/26/2019 22:23
Reported AC Sample Date/Time: 04/26/2019 22:22 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 22:15
Data Type: BLK Sample Value: 0.000 Sample Time: 22:16
Data Type: CHK Sample Value: 0.098 Sample Time: 22:17
Data Type: BLK Sample Value: 0.000 Sample Time: 22:18
Data Type: SUBJ Sample Value: *.*** Sample Time: 22:22
Data Type: BLK Sample Value: 0.000 Sample Time: 22:23

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 693 Barometric Pressure: 738 mmHg
Blow Sample Number: 1 Blow Duration: 0.90 sec Blow Volume: 233 cc End of Blow Time: 22:19
Blow Sample Number: 2 Blow Duration: 1.95 sec Blow Volume: 430 cc End of Blow Time: 22:20
Blow Sample Number: 3 Blow Duration: 3.60 sec Blow Volume: 1032 cc End of Blow Time: 22:21
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: ae7629a1

Instrument SerialNumber: 010614 Test #: 002730 Subject Test
Start Date/Time: 04/26/2019 22:23 System Check: Passed Remote/Local: Local
Operator's Last Name: HOUTZ First Name: DANIEL Middle Initial: A
Agency: Fairfax County PD License Number: 29217
Card Serial Number: 129217 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/26/2019 22:35
Reported AC Sample Date/Time: 04/26/2019 22:30 Reported AC: 0.17

Data Type: DIAG Sample Value: Pass Sample Time: 22:24
Data Type: BLK Sample Value: 0.000 Sample Time: 22:24
Data Type: CHK Sample Value: 0.097 Sample Time: 22:25
Data Type: BLK Sample Value: 0.000 Sample Time: 22:27
Data Type: SUBJ Sample Value: 0.170 Sample Time: 22:30
Data Type: BLK Sample Value: 0.000 Sample Time: 22:31
Data Type: SUBJ Sample Value: 0.173 Sample Time: 22:33
Data Type: BLK Sample Value: 0.000 Sample Time: 22:35

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 688 Barometric Pressure: 738 mmHg
Blow Sample Number: 1 Blow Duration: 0.98 sec Blow Volume: 385 cc End of Blow Time: 22:27
Blow Sample Number: 2 Blow Duration: 0.84 sec Blow Volume: 279 cc End of Blow Time: 22:29
Blow Sample Number: 3 Blow Duration: 4.23 sec Blow Volume: 1846 cc End of Blow Time: 22:30
Blow Sample Number: 4 Blow Duration: 1.04 sec Blow Volume: 365 cc End of Blow Time: 22:32
Blow Sample Number: 5 Blow Duration: 4.81 sec Blow Volume: 1796 cc End of Blow Time: 22:33
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: b55a9e85
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Instrument SerialNumber: 010614 Test #: 002731 Subject Test
Start Date/Time: 04/27/2019 04:26 System Check: Passed Remote/Local: Local
Operator's Last Name: YORK First Name: CAMERON Middle Initial:
Agency: Fairfax County PD License Number: 29744
Card Serial Number: 129744 Effective Date: 11/01/2017 Expiration Date: 11/01/2019
Court Name: FFX CO GDC End Date/Time: 04/27/2019 04:37
Reported AC Sample Date/Time: 04/27/2019 04:32 Reported AC: 0.13

Data Type: DIAG Sample Value: Pass Sample Time: 04:26
Data Type: BLK Sample Value: 0.000 Sample Time: 04:27
Data Type: CHK Sample Value: 0.098 Sample Time: 04:28
Data Type: BLK Sample Value: 0.000 Sample Time: 04:29
Data Type: SUBJ Sample Value: 0.138 Sample Time: 04:32
Data Type: BLK Sample Value: 0.000 Sample Time: 04:33
Data Type: SUBJ Sample Value: 0.143 Sample Time: 04:35
Data Type: BLK Sample Value: 0.000 Sample Time: 04:37

Standard Type: Dry Gas Std Standard Value: 0.097 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 688 Barometric Pressure: 740 mmHg
Blow Sample Number: 1 Blow Duration: 0.96 sec Blow Volume: 341 cc End of Blow Time: 04:30
Blow Sample Number: 2 Blow Duration: 2.22 sec Blow Volume: 1292 cc End of Blow Time: 04:31
Blow Sample Number: 3 Blow Duration: 2.09 sec Blow Volume: 1596 cc End of Blow Time: 04:32
Blow Sample Number: 4 Blow Duration: 1.94 sec Blow Volume: 1449 cc End of Blow Time: 04:34
Blow Sample Number: 5 Blow Duration: 3.26 sec Blow Volume: 2045 cc End of Blow Time: 04:35
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 8a2651a1

Instrument SerialNumber: 010614 Test #: 002732 Subject Test
Start Date/Time: 04/27/2019 22:13 System Check: Passed Remote/Local: Local
Operator's Last Name: SHIFFLETT First Name: WESLEY Middle Initial: G
Agency: Fairfax County PD License Number: 30301
Card Serial Number: 130301 Effective Date: 08/01/2018 Expiration Date: 08/01/2020
Court Name: FAIRFAX CTY GEN DIS CRT End Date/Time: 04/27/2019 22:22
Reported AC Sample Date/Time: 04/27/2019 22:20 Reported AC: 0.13

Data Type: DIAG Sample Value: Pass Sample Time: 22:13
Data Type: BLK Sample Value: 0.000 Sample Time: 22:14
Data Type: CHK Sample Value: 0.098 Sample Time: 22:15
Data Type: BLK Sample Value: 0.000 Sample Time: 22:16
Data Type: SUBJ Sample Value: 0.131 Sample Time: 22:18
Data Type: BLK Sample Value: 0.000 Sample Time: 22:19
Data Type: SUBJ Sample Value: 0.131 Sample Time: 22:20
Data Type: BLK Sample Value: 0.000 Sample Time: 22:21

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 683 Barometric Pressure: 745 mmHg
Blow Sample Number: 1 Blow Duration: 3.91 sec Blow Volume: 1877 cc End of Blow Time: 22:18
Blow Sample Number: 2 Blow Duration: 3.46 sec Blow Volume: 1649 cc End of Blow Time: 22:20
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: d70215ec

Instrument SerialNumber: 010614 Test #: 002733 Subject Test
Start Date/Time: 04/28/2019 04:13 System Check: Passed Remote/Local: Local
Operator's Last Name: HOUTZ First Name: DANIEL Middle Initial: A
Agency: Fairfax County PD License Number: 29217
Card Serial Number: 129217 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/28/2019 04:21
Reported AC Sample Date/Time: 04/28/2019 04:20 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 04:13
Data Type: BLK Sample Value: 0.000 Sample Time: 04:14
Data Type: CHK Sample Value: 0.098 Sample Time: 04:14
Data Type: BLK Sample Value: 0.000 Sample Time: 04:16
Data Type: SUBJ Sample Value: *.*** Sample Time: 04:18
Data Type: BLK Sample Value: 0.000 Sample Time: 04:20

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 678 Barometric Pressure: 745 mmHg
Blow Sample Number: 1 Blow Duration: 0.71 sec Blow Volume: 159 cc End of Blow Time: 04:17
Blow Sample Number: 2 Blow Duration: 0.13 sec Blow Volume: 26 cc End of Blow Time: 04:18
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 6c733490

Page 11 of 12Information contained herein is maintained for statistical and quality assurance purposes and is not intended to replace or supersede the 
results printed on the Certificate of Blood Alcohol Analysis produced at the time of the test. No inferences should be made from the 
relative values of the first and second (or third) breath samples. Once printed, the Department cannot authenticate this record as being 
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Instrument SerialNumber: 010614 Test #: 002734 Subject Test
Start Date/Time: 04/28/2019 04:21 System Check: Passed Remote/Local: Local
Operator's Last Name: HOUTZ First Name: DANIEL Middle Initial: A
Agency: Fairfax County PD License Number: 29217
Card Serial Number: 129217 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GDC End Date/Time: 04/28/2019 04:29
Reported AC Sample Date/Time: 04/28/2019 04:28 Reported AC:

Data Type: DIAG Sample Value: Pass Sample Time: 04:22
Data Type: BLK Sample Value: 0.000 Sample Time: 04:22
Data Type: CHK Sample Value: 0.098 Sample Time: 04:23
Data Type: BLK Sample Value: 0.000 Sample Time: 04:25
Data Type: SUBJ Sample Value: *.*** Sample Time: 04:27
Data Type: BLK Sample Value: 0.000 Sample Time: 04:29

Standard Type: Dry Gas Std Standard Value: 0.098 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 678 Barometric Pressure: 745 mmHg
Blow Sample Number: 1 Blow Duration: 0.13 sec Blow Volume: 26 cc End of Blow Time: 04:26
Blow Sample Number: 2 Blow Duration: 0.07 sec Blow Volume: 14 cc End of Blow Time: 04:27
Test Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: a7efb1ed

Instrument SerialNumber: 010614 Test #: 002735 Subject Test
Start Date/Time: 04/30/2019 22:10 System Check: Passed Remote/Local: Local
Operator's Last Name: KATSARELIS First Name: NICHOLAS Middle Initial: A
Agency: Fairfax County PD License Number: 31034
Card Serial Number: 131034 Effective Date: 07/01/2017 Expiration Date: 07/01/2019
Court Name: FAIRFAX COUNTY GEN DIST End Date/Time: 04/30/2019 22:19
Reported AC Sample Date/Time: 04/30/2019 22:17 Reported AC: 0.06

Data Type: DIAG Sample Value: Pass Sample Time: 22:10
Data Type: BLK Sample Value: 0.000 Sample Time: 22:11
Data Type: CHK Sample Value: 0.100 Sample Time: 22:12
Data Type: BLK Sample Value: 0.000 Sample Time: 22:13
Data Type: SUBJ Sample Value: 0.072 Sample Time: 22:14
Data Type: BLK Sample Value: 0.000 Sample Time: 22:15
Data Type: SUBJ Sample Value: 0.064 Sample Time: 22:17
Data Type: BLK Sample Value: 0.000 Sample Time: 22:19

Standard Type: Dry Gas Std Standard Value: 0.099 Standard Lot Number: AG824703-26
Standard Expiration Date: 09/04/2020 Tank Pressure: 674 Barometric Pressure: 754 mmHg
Blow Sample Number: 1 Blow Duration: 6.65 sec Blow Volume: 1995 cc End of Blow Time: 22:14
Blow Sample Number: 2 Blow Duration: 2.59 sec Blow Volume: 1064 cc End of Blow Time: 22:16
Blow Sample Number: 3 Blow Duration: 5.31 sec Blow Volume: 1648 cc End of Blow Time: 22:17
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 2413b12e

Page 12 of 12Information contained herein is maintained for statistical and quality assurance purposes and is not intended to replace or supersede the 
results printed on the Certificate of Blood Alcohol Analysis produced at the time of the test. No inferences should be made from the 
relative values of the first and second (or third) breath samples. Once printed, the Department cannot authenticate this record as being 
unaltered, complete, and/or accurate.  If authenticated records are required please submit a record request to the Breath Alcohol Section


